OFFICE OF ATTORNEY GENERAL
CRIME LABORATORY DIVISION
Toxicology Section/Breath Alcohol Program Brw-003

INTOXILYZER® 8000 INITIAL INSPECTION

Intoxilyzer® 8000 Serial Number: 8 O -00 é G /72

A. GENERAL Setup and Checks:
1. & Power On
%5 min. countdown during initial warm-up
.1 min. countdown to begin test after standby mode
2. mDisplay Intensity (Ctrl + 7 or |)
3. Password Security:
HLevel 1 (Operator) =1 evel 2 (Field Inspector) ,X/Level 3 (Lab Personnel)
4. K printer Setup (Level 3,S,P)
5. X Forms Load (CMI, Inc., CoBrA Software)

B. LEVEL 1 Setup and Checks:
1. -&rinternal Printer Test and Paper Feed (Level 1,P). Attach record.
2. B External Printer Test (Level 1,P). Attach record.
3. Barcode Reader (Level 1,B):
ﬁOperator ID ﬂND License ﬁ R key: Refusal. Attach record.

C. LEVEL 2 Setup and Checks:
1. & Continuous Air Blank (Level 2,A)
2. X Diagnostic (Level 2,D). Attach record.
3. X Prelim Data Entry (Level 2,E)
4. Ser Number/Version Info (Level 2,V): i
Inst Ser#: 20-00 6672 DSPVer (362 /Y
Core Ver: __ 8/ (¥ CPLD Ver. 7

D. LEVEL 3 Setup and Checks:
1. DVM Monitor (Level 3,D,D): 3: 12781 s: | ¢ 4700
9 13268 s | B _ 5 O
(RFI indicator with keyed radio): _ [
2. Function (F) Keys: : X(F5 — Tone JF9-Fan
Y F6 — Green LED §F10 — Pump
TLF7 —Red LED X! F11 — Solenoid

3. Atmospheric Monitor (Level 3,D,A): Atmo Sensor, P: gééﬁ CF: /;57
4. Flow Monitor (Level 3,D,F): Flow Sensor, R: X%/ F: £.0080 Lis
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OFFICE OF ATTORNEY GENERAL
CRIME LABORATORY DIVISION
Toxicology Section/Breath Alcohol Program Brw-003

5. Temperature Monitor (Level 3,D,T): C: é/70 A 0.0 L _©0-C
B: 45.0 v. 0.0
6. Tank Monitor (Level 3,D,G): P (display): 5622 psi P (gauge): ~Gp0 psi
7. X General Setup (Level 3,S,G)
8. ¥ Configure Start Test (Level 3,S,T)
9. & Network (Level 3,S,N)

E. TESTS (attach all test records):
Configure wet bath simulator standards before running tests (Level 1,S):

1. Zero AC (Level 1,C):
Simser#: JMP306Y  Lot#: Muei O /7125? Exp date: /\!/A
Knownvalue: ©.00T AC ’
Results: _ ©0-0COC AC _C.000 AC _¢-0cT AC

2. Low AC (Level 1,C): ) )
Simser# _MP3003 Lot# L2016 034  Expdate: 3-/6- /&
Known value: __ ©:6/0 AC
Results: _©.0{0 AC &€.0il AC ¢c.0(l AC

3. High AC (Level 1,C):
Simser#: MP 3003  Lot# [b/0ORA  Expdate: 3 AR /R

Known value: _O.40T AC
Results: ©.393 AC ©.393 aAc 0.29Y AC

Configure dry gas standard before running tests (Level 1,S):

4. Ethanol + 0.05% Acetone (Level 1,B): ;
Simser# VURS5I3S5 Lot#: /CSY Exp date: 7+ 7 Xai7
Knownvalue:  O-I0AC + 0.057 e TorE_

X Display reads “Interferent Detect”

5. Acetone (Level 1,B):

Simser# DR5/43  Lot#: ACER Exp date: 7%/ 7
Known value: v, 057, ACEqmIE
W Display reads “Interferent Detect”

6. Methanol (Level 1,B):

Simser# DE3377  Llot# _mieT A Expdate: 1A%
Known value: OO/ METMHDANG £
Display reads “Interferent Detect”

7. lIsopropanol (Level 1,B):

Sim ser #: D}Z 2453  Lot#: _j PAA Exp date: 9-29 17
Known value: __ 0 (07 T Sofeoppei—
}&‘ Display reads “Interferent Detect”
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OFFICE OF ATTORNEY GENERAL
CRIME LABORATORY DIVISION
Toxicology Section/Breath Alcohol Program BrwW-003

8. MAmbient Fail (Level 1,B): Display and test record read correct.
9. | Invalid Sample (Level 1,B): Display and test record read correct.
Sequence Aborted (Level 1,B): Display and test record read correct.
11.KABA (Level 1,B): Test record reads correct.
12.% Calibration Check Out of Tolerance (CMS mode): Display and test record
read correct.
13.@;\ RFI Detected (B,C, or CMS mode): Display and test record read correct.
14. % Tank Pressure Below Minimum (CMS mode): Display reads correct.
15;§Deﬁcient Samples (CMS mode): Display and test record read correct.
16¥5.Improper Sample (CMS mode): Display and test record read correct.
173& Difference Too Great (CMS mode): Display and test record read correct.
18]@\CMS (CMS mode): Test record reads correct.
19. Stability Test (Level 3,T,S): ‘
Ave: 0. 0B A3 stdDev: 0.000¢ RelStdDev: 0. 72%

Maintenance/Repairs/Notes:_ T S TERAL TRiNG TEST whAS Re-Eud Dus

To TAPE 4BScuk e ((FADE]

(RS IT (L ‘ —

g%m/‘/f ga i?
A 7 Il 7
Fistd Inspector's S:gnature Date
O DS
M W /Q.g/m/ A
Reviewed by Date 5 ar [7
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intoxilyzer Test Record and Checklist
NDORG Crime Lab. Div. Bismarck, ND 58501
til, dnc, Intoxilyzer  Qiconol fnalyzer
North Daketa Mode! 8000 SN 80-08672
Location = TONL B164.14.00 13/15
11/1372017 18:01

XRRRRRKX Printer Test kkkxksrkx

12 char/line
abcdefghi jkl
ABCDEFGHI JKL

16 char per line
abcdefghi jk1mnop
ABCDEFGHI JKLMNOP

2l chars per line
abcdefani jkImnoparstu
ABCOEFGHI JKLMNOPARSTU

24 characters per line
abcdefghijklmnopgrstuvuy
ABCDEFGHIJKLMNOPQRSTUUWX

32 characters per line
abcdefghi jklmnopgrstuvwxyz 123456
RBCDEFGHI JKLMNOPORSTUUWXYZ 123456

42 characters per line

g s N
Start Test Sequence:  DBBACABA
Display Prelin Rsit?  Yes
Display Third Digit?  Yes
Inhib Printer(Y/N)? No
Display Unlume? N
Disable On Memfull? No

§ of Print Copies? i

Select Std (A1) Ory

Standard Ualue? §.080

Standard Lot #? 12345678

Standard Lyl #7 1234567

Standard Expiration? 112112017

Oper Ne? 666565

Flow Cal. Date: 08/22/2018

Slope 682

Intercept -597969

IR Calipration Date: 08/22/2815
3um Bt

Oth Coef(x100):  ~23313 -23559

Ist Coef(x100): 263652 129578

and Coef (x100); 3992 1497

H2O adjing/1x10K): €97 553

*ReRkkkekk Test End skckrkkkrsx

NLZ

Operator Signature
CHARLES EDER

Remarks:/@fk/ 7é
Fems

TEST
Forn 10618000




Intoxiiyzer Test Record and Checkiist
NOORG Crime Lab. Div., Bismarck, ND 36501

i, Inc. intoxilyzer  Ricohol Pnalyzer
North Daketa Model 8807 SN 80-006672
Location = TOXL B164.14.08 1%/16
flr2dretiy 2%

xkkpxexkx Printer Test skkpkxkkx

12 char/line
abcdefghijkl
ABCDEFGHIJKL

16 char per line |

abcdefghi jkimnop
ABCDEFGHI JKLMNOP

2l chars per line
abcdefghijkImnopgrs tu
ABCDEFGHIJKLMNOPGRSTU

24 characters per line
abcdefghi jklmnopgrstuvwx
ABCDEFGHIJKLMNOPQRSTUUNX

32 characters per line
abcdefghi jk1mnoparstuvwxyz123456
ABCDEFGHI JKLMNOPQRSTUUWXYZ 123456

42 characters per lire
abedefghi jK Imnopqrs tuvuxyz1 23456 7830abcdes
ABCDEFGHT JKLIMNOPORSTUUUXYZ ! 23456 785 00RCDEF

Current instrument Setup .
Data Entry Mode: Erabled
Start Test Sequence: DABACABA
Display Prelin Rsit?  Yes
Display Third Digit?  Yes
Inhib Printer(Y/N)? No

Display Volune? No

Disable On Memfull? Yes

# of Print Copies? |

Select Std (/W17 fry
Standard Ualue? 0,88 i
Standard Lot #? 192160803
Standard Cyl #2 38
Standard Expiration?  05/05/2018
{per No? 865656
Flow Cal. Date: fer2z/2016
Siope £82
Intercept -597563

IR Calibration Date: 18s22/2016
kit Sun

0th Coef(x100): 23313 23555
lst Coef (003 263652 129578
2ng Coef (x100): 3932 1487

K20 aj g/ 1x10K): 697 553

sxokxkrkesx Test End Sxoekkakex

(2,

Operator Signature

CHARLES EDER ﬂ/é?7
Remarks:%k/ 774
v
frivt es]

Form 106-18000
ORIGINAL ﬂzwffrESj’ Ha)
Seme RIS OBSCULED
(FADED) BY TAFE-
RE-PIRINT




Intoxilyzer Test Record and Checklist
NDOAG Crime Lab. Div., Bismarck, ND 58501

CMI, Inc. Intoxilyzer Alcohol Analyzer
North Dakota Model 8000 SN 80-006672
Location = TOXL 8164.14.00 09/16
01/13/2017 16:03

kkkkkkkkhkkk** Printer Test **kkrkkkkkikkkk

abcdefghijklmnopgrstuvwxyz1234567890-= |
ABCDEFGHIJKLMNOPQRSTUVWXYZ!@#S$%7&* () +?

abcdefghijklmnopgrstuvwxyz1234567890-=|
ABCDEFGHIJKLMNOPQRSTUVWXYZ !@#S% ™ &* () _+?

Current Instrument Setup

Data Entry Mode: Enabled

Start Test Sequence: DABACABA

Display Prelim Rslt? Yes

Display Third Digit? Yes

Inhib Printer (Y/N)? No

Display Volume? No

Disable On Memfull? No

# of Print Copies? 1

Select Std (D/W/I)? Dry

Standard Value? 0.080

Standard Lot #°? 12345678

Standard Cyl #? 1234567

Standard Expiration? 11/11/2017

Oper No? 666666

Flow Cal. Date: 08/22/2016

Slope 682

Intercept -597969

IR Calibration Date: 08/22/2016
3um Sum

0th Coef (*100): -23313 -23559

1st Coef (*¥100): 263652 129578

2nd Coef (*100) : 3892 14597

H20 adj (mg/1*10k): 697 553

kkkkkkkkkkk Printer Test End ***kxkkkskkk*

=

Operator Signature
CHARLES EDER

Remarks: Ef;gﬁrﬁgé?ﬂjgpé,,
Fein/T
TEST

Form 106-18000




Intoxilyzer Test Record and Checklist
NDOAG Crime Lab. Div., Bismarck, ND 58501

CMI, Inc. Intoxilyzer Alcohol Analyzer
North Dakota Model 8000 SN 80-006672
Location = TOXL 8164.14.00 09/16
01/13/2017 16:04
Test AC Time
01 Room Air 0.000 16:05
02 *Subject Test REF* 16:05
03 Room Air 0.000 16:05

*Subject Test Refused

Sub Name = DISCOVER, THE SPIRIT

Sub DOB = 01/01/1982
Sub Sex = Female Weight = 150
Test = DUI Cit = R KEY REFUSAL

Dr. Lic. = ND/DIS821456

Lot No = 12345678

Cyl No = 1234567

Expiration Date = 11/11/2017

County = 08 Oper No. = 666666

ld et

Operator Signature
CHARLES EDER

Remarks: “fz i ka;y/ %%;5?%%5%?zﬂ_

Form 106-I8000



Intoxilyzer Test Record and Checklist
NDOAG Crime Lab. Div., Bismarck, ND 58501

CMI, Inc. Intoxilyzer Alcohol Analyzer
North Dakota Model 8000 SN 80-006672
Location = TOXL 8164.14.00 09/16
01/13/2017 16:06
DIAGNGSTIC

Voltage/Current Test Pass
RAM Test Pass
EEPROM Checksum Test Pass
Real Time Clock Test Pass
DSP Test Pass
Analytical Stability Test Pass
Modem Test Pass
Temp Regulation Test Pass
Oper No. = 666666

Operator Signature
CHARLES EDER

Remarks: ;jzacé%%;ééﬁjf%;zfi/

Form 106-I8000



Intoxilyzer Test Record and Checklist
NDOAG Crime Lab. Div., Bismarck, ND 58501

CMI, Inc. Intoxilyzer Alcohol Analyzer
North Dakota Model 8000 SN 80-006672
Location = TOXL 8164.14.00 09/16
01/13/2017 16:12

WET CAL CHECK

Test AC Time
01 Room Air 0.000 16:13
02 std. Sol. 0.000 16:13
03 Room Air 0.000 16:14
04 std. Sol. 0.000 16:15
05 Room Air 0.000 16:15
06 Std. sol. 0.000 16:16
07 Room Air 0.000 l6:16

08 Sim Temp = 34.0°C

Simul Ser No = MP3064
Std Sol No = MILLIQ H20
County = 08 Oper No. = 666666

(el .

Operator Signature
CHARLES EDER

Remarks: 422;f%f2§ X%CZ,
O, 000 AC—

Form 106-I8000




Intoxilyzer Test Record and Checklist
NDOAG Crime Lab. Div., Bismarck, ND 58501

CMI, Inc. Intoxilyzer Alcohol Analyzer
North Dakota Model 8000 SN 80-006672
Location = TOXL 8164.14.00 09/16
01/13/2017 16:20

WET CAL CHECK

Test AC Time
01 Room Air 0.000 16:20
02 Std. Ssol. 0.010 16:21
03 Room Air 0.000 16:22
04 std. Ssol. 0.011 16:22
05 Room Air 0.000 16:23
06 sStd. Sol. 0.011 16:24
07 Room Air 0.000 16:24

08 Sim Temp = 34.0°C

Simul Ser No = MP3003
Std Sol No = 201603H
County = 08 Oper No. = 666666

Operator Signature
CHARLES EDER

Remarks: géiéﬂkj /Q%ZL
g.0/0 AC—

Form 106-18000




Intoxilyzer Test Record and Checklist
NDOAG Crime Lab. Div., Bismarck, ND 58501

CMI, Inc. Intoxilyzer Alcohol Analyzer
North Dakota Model 8000 SN 80-006672
Location = TOXL 8164.14.00 09/16
01/13/2017 16:26

WET CAL CHECK

Test AC Time
01 Room Air 0.000 16:27
02 std. Ssol. 0.393 16:28
03 Room Air 0.000 16:28
04 Std. Sol. 0.393 16:29
05 Room Air 0.000 16:29
06 Std. Sol. 0.394 16:30
07 Room Air 0.000 16:31

08 Sim Temp = 34.0°C

Simul Ser No = MP3063
Std Sol No = 16102
County = 08 Oper No. = 666666

Operator Signature
CHARLES EDER

Remarks: /Z;é%;;y /4?%?L
&, 00 AT

Form 106-I8000




Int

oxilyzer Test Record and Checklist

NDOAG Crime Lab. Div., Bismarck, ND 58501

CMI, Inc. Intoxilyzer Alcohol Analyzer
North Dakota Model 8000 SN 80-006672
Location = TOXL 8164.14.00 09/16
01/13/2017 16:33
Test AC Time
01 Room Air 0.000 16:34
02 *Subject Test INT* 16:34
03 Room Air 0.000 - 16:35

*Tnvalid Test
Interferent Detected

Sub Name = DISCOVER, THE SPIRIT
Sub DOB = 01/01/1982

Sub S
Test
Dr. L

ex = Female Weight = 150
= DUI Cit = 0.10AC+0.05ACE
ic. = ND/DIS821456

Lot No = 09216080A3
Cyl No = 38
Expiration Date = 05/05/2018

Count

Remar

y = 08 Oper No. = 666666

(Ll T

Operator Signature
CHARLES EDER

ks: ajgé;;%égf’ ,
0. 10 AC + 005K ACETONE

Form 106-18000



Intoxilyzer Test Record and Checklist
NDOAG Crime Lab. Div., Bismarck, ND 58501

CMI, Inc. Intoxilyzer Alcohol Analyzer
North Dakota Model 8000 SN 80-006672
Location = TOXL 8164.14.00 09/16
01/13/2017 16:36
Test AC Time
01 Room Air 0.000 16:37
02 *Subject Test INT* 16:37
03 Room Air 0.000 16:38

*Tnvalid Test
Interferent Detected

Sub Name = DISCOVER, THE SPIRIT

Sub DOB = 01/01/1982

Sub Sex = Female Weight = 150
Test = DUI Cit = 0.05 ACETONE
Dr. Lic. = ND/DIS821456

Lot No = 09216080A3

Cyl No = 38

Expiration Date = 05/05/2018

County = 08 Oper No. = 666666

Operator Signature
CHARLES EDER

Remarks: W /,?/M

». o054 Jcererie

Form 106-1I8000




Intoxilyzer Test Record and Checklist
NDOAG Crime Lab. Div., Bismarck, ND 58501

CMI, Inc. Intoxilyzer Alcohol Analyzer
North Dakota Model 8000 SN 80-006672
Location = TOXL 8164.14.00 09/16
01/13/2017 16:39
Test AC Time
01 Room Air 0.000 16:40
02 *Subject Test INT* 16:40
03 Room Air 0.000 16:41

*Tnvalid Test
Interferent Detected

Sub Name = DISCOVER, THE SPIRIT

Sub DOB = 01/01/1982

Sub Sex = Female Weight = 150
Test = DUI Cit = 0.10 METHANOL
Dr. Lic. = ND/DIS821456

Lot No = 09216080A3

Cyl No = 38

Expiration Date = 05/05/2018

County = 08 Oper No. = 666666

Operator Signature
CHARLES EDER

Remarks: ;;:;;fé;/
. /é/ /e WGL

Form 106-I8000




Intoxilyzer Test Record and Checklist
NDOAG Crime Lab. Div., Bismarck, ND 58501

CMI, Inc. Intoxilyzer Alcohol Analyzer
North Dakota Model 8000 SN 80-006672
Location = TOXL 8164.14.00 09/16
01/13/2017 16:41
Test AC Time
01 Room Air 0.000 16:42
02 *Subject Test INT* 16:42
03 Room Air 0.000 16:43

*Tnvalid Test
Interferent Detected

Sub Name = DISCOVER, THE SPIRIT

Sub DOB = 01/01/1982

Sub Sex = Female Weight = 150
Test = DUI Cit = 0.10 IPA
Dr. Lic. = ND/DIS821456

Lot No = 09216080A3

Cyl No = 38

Expiration Date = 05/05/2018

County = 08 Oper No. = 666666

Operator Signature
CHARLES EDER

Remarks : /;22:;fé;;;(é;¢ng
/ol —

VN4 T suffd;

Form 106-I8000




Intoxilyzer Test Record and Checklist
NDOAG Crime Lab. Div., Bismarck, ND 58501

CMI, Inc. Intoxilyzer Alcohol Analyzer
North Dakota Model 8000 SN 80-006672
Location = TOXL 8164.14.00 09/16
01/13/2017 16:49
Test AC Time
01 Room Air AMB* 16:50
02 Room Air 0.000 16:51

*Invalid Test
Check Ambient Conditions

Sub Name = DISCOVER, THE SPIRIT

Sub DOB = 01/01/1982

Sub Sex = Female Weight = 150
Test = DUI Cit = AMBIENT FAIL
Dr. Lic. = ND/DIS821456

Lot No = 09216080A3

Cyl No = 38

Expiration Date = 05/05/2018

County = 08 Oper No. = 666666

Operator Signature
CHARLES EDER

Remarks: jz?;azzéyzég%yﬁf’“jzg;%jéfﬂw

Form 106-I8000



Intoxilyzer Test Record and Checklist
NDCAG Crime Lab. Div., Bismarck, ND 58501

CMI, Inc. Intoxilyzer Alcohol Analyzer
North Dakota Model 8000 SN 80-006672
Location = TOXL 8164.14.00 09/16
01/13/2017 16:51
Test AC Time
01 Room Air 0.000 16:52
02 Invalid Sample X. XXX 16:52
03 Room Air 0.000 16:52

*Invalid Test - Mouth Alcohol

Sub Name = DISCOVER, THE SPIRIT

Sub DOB = 01/01/1982

Sub Sex = Female Weight = 150
Test = DUI Cit = INVALID SAMPLE
Dr. Lic. = ND/DIS821456

Lot No = 09216080A3

Cyl No = 38

Expiration Date = 05/05/2018

County = 08 Oper No. = 666666

Operator Signature
CHARLES EDER

Remarks: _;Z;;}péﬂz;[l) “f;i?7@§é%kfl

Form 106-I8000



Intoxilyzer Test Record and Checklist
NDOAG Crime Lab. Div., Bismarck, ND 58501

CMI, Inc. Intoxilyzer Alcohol Analyzer
North Dakota Model 8000 SN 80-006672
Location = TOXL 8164.14.00 09/16
01/13/2017 16:53
Test AC Time
01 Room Air 0.000 16:54
02 *Subject Test ABT* 16:54
03 Room Air 0.000 16:54

*Sequence Aborted

Sub Name = DISCOVER, THE SPIRIT

Sub DOB = 01/01/1982
Sub Sex = Female Weight = 150
Test = DUI Cit = SEQUENCE ABORT

Dr. Lic. = ND/DIS821456

Lot No = 09216080A3

Cyl No = 38

Expiration Date = 05/05/2018

County = 08 Oper No. = 666666

(il

Operator Signature
CHARLES EDER

Remarks: :SZéicg?Cufyj(kgz, inagkfffzi>

Form 106-I8000



Intoxilyzer Test Record and Checklist
NDOAG Crime Lab. Div., Bismarck, ND 58501

CMI, Inc. Intoxilyzer Alcohol Analyzer
North Dakota Model 8000 SN 80-006672
Location = TOXL 8164.14.00 09/16
01/13/2017 16:54
Test AC Time
01 Room Air 0.000 16:56
02 Subject Test 1 0.013 16:56
03 Room Air 0.000 16:57
04 Reported AC 0.013 16:56

No RFI Detected

Sub Name = DISCOVER, THE SPIRIT

Sub DOB = 01/01/1982
Sub Sex = Female Weight = 150
Test = DUI Cit = ABA MODE

Dr. Lic. = ND/DIS821456

Lot No = 09216080A3

Cyl No = 38

Expiration Date = 05/05/2018

County = 08 Oper No. = 666666

Operator Signature
CHARLES EDER

Remarks: /476%4;‘ /“235222?
Sivece BresaTi-

Form 106-I8000

7TE



Intoxilyzer Test Record and Checklist
NDOAG Crime Lab. Div., Bismarck, ND 58501

CMI, Inc. Intoxilyzer Alcohol Analyzer
North Dakota Model 8000 SN 80-006672
Location = TOXL 8164.14.00 09/16
01/17/2017 09:51
Test AC Time
01 Diagnostic OK 09:52
02 Room Air 0.000 09:52
03 Subject Test 1 0.265 09:53
04 Room Air 0.000 09:55
05 Std. Gas 0.000% 09:56
06 Room Air 0.000 09:57

*Cal Check Out of Tolerance

Sub Name = DISCOVER, THE SPIRIT

Sub DOB = 01/01/1982

Sub Sex = Female Weight = 150
Test = DUI Cit = CAL OUT OF TOL
Dr. Lic. = ND/DIS821456

Lot No = 09216080A3

Cyl No = 38

Expiration Date = 05/05/2018

County = 08 Oper No. = 666666

I followed the Approved Method and the
instructions displayed by the Intoxilyzer
in conducting this test.

(Yl £

Operator Signature
CHARLES EDER

Remarks:Ciz44244§gf%?7izg/b/ CEi#{;(léi
ouToF Jolel s

Form 106-I8000




Intoxilyzer Test Record and Checklist
NDOAG Crime Lab. Div., Bismarck, ND 58501

CMI, Inc. Intoxilyzer Alcohol Analyzer
North Dakota Model 8000 SN 80-006672
Location = TOXL 8164.14.00 09/16
01/17/2017 09:58

Test AC Time
01 Diagnostic OK 09:59
02 Room Air 0.000 10:00
03 Subject Test 1 0.267 10:00
04 Room Air 0.000 10:03
05 Std. Gas 0.081 10:04
06 Room Air RFI* 10:04
07 Room Air 0.000 10:04

*Invalid Test
Inhibited - RFI

Sub Name = DISCOVER, THE SPIRIT

Sub DOB = 01/01/1982
Sub Sex = Female Weight = 150
Test = DUI Cit = RFI DETECTED

Dr. Lic. = ND/DIS821456

Lot No = 09216080A3

Cyl No = 38

Expiration Date = 05/05/2018

County = 08 Oper No. = 666666

I followed the Approved Method and the
instructions displayed by the Intoxilyzer
in conducting this test.

Operator Signature
CHARLES EDER

Remarks: /?FI pé TE 67-5_2)

Form 106-I8000



Intoxilyzer Test Record and Checklist
NDOAG Crime Lab. Div., Bismarck, ND 58501

CMI, Inc. Intoxilyzer Alcohol Analyzer

North Dakota Model 8000 SN 80-006672
Location = TOXL 8164.14.00 09/16
01/17/2017 10:05
Test AC Time
01 Diagnostic OK 10:07
02 Room Air 0.000 10:07
03 *Subject Test 0.000* 10:10
04 Room Air 0.000 10:17
05 Std. Gas 0.082 10:18
06 Room Air 0.000 10:19
07 *Subject Test 0.000* 10:22
08 Room Air 0.000 10:23

No RFI Detected
*Deficient Sample - Value Printed was
Highest Obtained

Sub Name = DISCOVER, THE SPIRIT

Sub DOB = 01/01/1982

Sub Sex = Female Weight = 150
Test = DUI Cit = DEFICIENT SAMP

Dr. Lic. = ND/DIS821456

Lot No = 09216080A3

Cyl No = 38

Expiration Date = 05/05/2018

County = 08 Oper No. = 666666

20 minute waiting period ascertained? Y
Clean Mouthpiece used and disposed? Y
Clean Mouthpiece used and disposed? Y

I followed the Approved Method and the
instructions displayed by the Intoxilyzer
in conducting this test.

Ll £

Operator Signature
CHARLES EDER

Remarks: ‘£>ZE§53fC7/2§2m/7(’
St L ES

Form 106-I8000



Intoxilyzer Test Record and Checklist
NDOAG Crime Lab. Div., Bismarck, ND 58501

CMI, Inc. Intoxilyzer Alcohol Analyzer
North Dakota Model 8000 SN 80-006672
Location = TOXL 8164.14.00 09/16
01/17/2017 10:23
Test AC Time
01 Diagnostic OK 10:24
02 Room Air IPS* 10:24
03 Room Air 0.000 10:25

*Improper Sample

Sub Name = DISCOVER, THE SPIRIT

Sub DOB = 01/01/1982

Sub Sex = Female Weight = 150
Test = DUI Cit = IMPROPER SAMPLE
Dr. Lic. = ND/DIS821456

Lot No = 09216080A3

Cyl No = 38

Expiration Date = 05/05/2018

County = 08 Oper No. = 666666

I followed the Approved Method and the
instructions displayed by the Intoxilyzer
in conducting this test.

Operator Signature
CHARLES EDER

Remarks: ;jzz;?szﬁfggf?%: e
.

Form 106-I8000




Intoxilyzer Test Record and Checklist
NDOAG Crime Lab. Div., Bismarck, ND 58501

CMI, Inc. Intoxilyzer Alcohol Analyzer

North Dakota Model 8000 SN 80-006672
Location = TOXL 8164.14.00 09/16
01/17/2017 10:25
Test AC Time
01 Diagnostic OK 10:26
02 Room Air 0.000 10:26
03 Subject Test 1 0.267% 10:27
04 Room Air 0.000 10:29
05 std. Gas 0.082 10:30
06 Room Air 0.000 10:32
07 Subject Test 2 0.209% 10:32
08 Room Air 0.000 10:33
*Difference Too Great

Sub Name = DISCOVER, THE SPIRIT

Sub DOB = 01/01/1982

Sub Sex = Female Weight = 150
Test = DUI Cit = DIFF TOO GREAT
Dr. Lic. = ND/DIS821456

Lot No = 09216080A3

Cyl No = 38

Expiration Date = 05/05/2018

County = 08 Oper No. = 666666

I followed the Approved Method and the
instructions displayed by the Intoxilyzer
in conducting this test.

Operator Signature
CHARLES EDER

Remarks: 2:2057ifj€éaﬂfC35:

T oo GrREAT

Form 106-I8000



Intoxilyzer Test Record and Checklist
NDOAG Crime Lab. Div., Bismarck, ND 58501

CMI, Inc. Intoxilyzer Alcohol Analyzer
North Dakota Model 8000 SN 80-006672
Location = TOXL 8164.14.00 09/16
01/17/2017 10:36
Test AC Time
01 Diagnostic OK 10:37
02 Room Air 0.000 10:37
03 Subject Test 1 0.266 10:38
04 Room Air 0.000 10:40
05 8td. Gas 0.081 10:41
06 Room Air 0.000 10:42
07 Subject Test 2 0.265 10:43
08 Room Air 0.000 10:44
09 Reported AC 0.265 10:43

Difference OK
No RFI Detected

Sub Name = DISCOVER, THE SPIRIT

Sub DOB = 01/01/1982

Sub Sex = Female Weight = 150
Test = DUI Cit = CMS MODE
Dr. Lic. = ND/DIS821456

Lot No = 09216080A3

Cyl No = 38

Expiration Date = 05/05/2018

County = 08 Oper No. = 666666

20 minute waiting period ascertained? Y
Clean Mouthpiece used and disposed? Y
Clean Mouthpiece used and disposed? Y

I followed the Approved Method and the
instructions displayed by the Intoxilyzer
in conducting this test.

Operator Signature
CHARLES EDER

Remarks: (f)ﬁ77:r 7 0 25

EVi DBV ae  PRENTH TEST
Form 106-I8000



Intoxilyzer Test Record and Checklist
NDOAG Crime Lab. Div., Bismarck, ND 58501

CMI, Inc. Intoxilyzer Alcohol Analyzer
North Dakota Model 8000 SN 80-006672
Location = TOXL 8164.14.00 09/16
01/17/2017 10:45
Test AC Time

.000 10:46
.081 10:46
.000 10:47
.081 10:47
.000 10:48
.082 10:48
.000 10:48
.082 10:49
.000 10:49
.083 10:50
.000 10:50
.082 10:50
.000 10:51
.082 10:51
.000 10:52
.083 10:52
.000 10:53
.082 10:53
.000 10:54
.083 10:54

01 Room Air
02 std. Gas
032 Room Air
04 std. Gas
05 Room Air
06 Std. Gas
07 Room Air
08 Std. Gas
09 Room Air
10 std. Gas
11 Room Air
12 Std. Gas
13 Room Air
14 sStd. Gas
15 Room Air
16 Std. Gas
17 Room Air
18 std. Gas
19 Room Air
20 Std. Gas

[elielefs ool o RNl o NoNoNoeNeNeoNoNoNcNoNoNoNoNoNoNoNeleNoleoNoeRo oo NeRo Re e e
o
o
o

21 Room Air 10:54
22 Std. Gas .082 10:55
23 Room Air .000 10:55
24 std. Gas .082 10:56
25 Room Air .000 10:56
26 Std. Gas .082 10:56
27 Room Air .000 10:57
28 std. Gas .082 10:57
29 Room Air .000 10:58
30 std. Gas .083 10:58
31 Room Air .000 10:59
32 std. Gas .082 10:59
33 Room Air .000 11:00
34 std. Gas .082 11:00
35 Room Air .000 11:00
36 Std. Gas .083 11:01
37 Room Air .000 11:01
38 std. Gas .082 11:02
39 Room Air .000 11:02
40 Std. Gas .082 11:03
41 Room Air .000 11:03

42 Cal Check Stats:

43 Average 0.0822
44 Std Dev 0.0006
45 Rel Std Dev 0.72%



Operator Signature
CHARLES EDER

Remarks: ‘%g;///ﬂ” Tﬁég T
Form 106-I8000
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